COMMONWEALTH of VIRGINIA

DEPARTMENT OF FORENSIC SCIENCE

CALIBRATION LABORATORY 737 NORTH 5TH STREET
A Mationally Accredited Laboratory RICHMOND, VIRGINIA 23219
{804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR IT
SERIAL NUMBER: 010557

DATE CERTIFICATION METHOD July 13, 2015
PERFORMED:

DATE RECERTIFICATION DUE: January 9, 2016

The above listed instrument was found to meet all requirements for accuracy and performance established by the
Department of Forensic Science as required by §9.1-1101 (B)(3). Measurement traceability is established
through the use of reference materials supplied by an ISO/IEC 17025:2005 accredited calibration laboratory.

Estimation of Uncertainty of Measurement:

0.020 + 0.004 g/210 L 0.150 = 0.008 g/210 L
0.080  0.004 /210 L, 0.250 & 0.008 g/210 L

The Uncertainty of Measurement is reported at the 99.73% level of confidence and a coverage factor of k=3.
The estimation of the Uncertainty of Measurement is calculated for the Certification process only.

Q/

(——
Sarah E. Dersch

Forensic Scientist

CITY OF RICHMOND
COMMONWEALTH OF VIRGINIA

)

The txegmg was acknowledge before me this. ay of

by Sarah E. Dersch

Lo/

Ciera N. Boxley, Notary Public ! f' i

Ciera N. Boxley
) h Notary Fublic - 1D 73641?3

Coemmonweaith.of YA
My Com. Exps, 312

My commission expires:August 31, 2018




Department of Forensic Science
Breath Alcohol Section
Instrument Maintenance History
7/13/2014 To 7/17/2015

DéH
"

Instrument Serial Number: 010557 As of 17-Jul-15
Maintenance Certification Technician
Date Date Initials Remarks
13-Jul-15 13-Jul-15 DBH (21250) CERTIFIED.
03-Feb-15 23-Jan-15 DBH (21250) REPLACED UPS BACK-UP BATTERY.
23-Jan-15 23-Jan-15 TLN (25387) CERTIFIED.
29-Jul-14 29-Jul-14  MMB (26417) CERTIFIED.
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INTOX EC/IR HI

Quality Assurance Worksheet

Instrument Serial Number e Lys Worksheet Start Date 1 7/13/2015
l.ocation DFS-Central
Address 737 N 5th St, Richmond, VA'23219 ©. o x o e
DFS Technician “+Donald Hall License No. 21250
¥ Laboratory [~ On-Site
Site Specification: No detrimental environmental conditions exist. -
Instrument Barometer (mm HG) .0 i 750 Reference Barometer (mm HG) 75y
Reference Barometer{RB)Serial # . 009109 RB Calibration Due L7/2812015
Measurement Assurance Check
Standard {sea level) PA Target minimum maximum Sample 1 0.295
0.300 0.296 0.287 0.304 Sample 2 0.295
Precision sample min sample max Sample 3 0.294
0.001 0.294 0.295
Standard {sea level) PA Target minimum maximum Sample 1 0.098
0.100 0.099 0.096 0.102 Sample 2 0.098
Precision sample min sample max Sample 3 0.098
0 $.098 0.088
Dry gas standard Lot No. (with tank no.) AG425201-41
™ Replaced dry gas standard (+O-ring) Supplies

Mouthpiecas
Certificates of Analysis
Operator Worksheet
Other:

I Installed at Location

™ Remowved to DFS-Central

Notes:

DFS Document 250-F113
Revision 7
FPage 1 of 2

Intox EC/R 1| QA Worksheet
[ssued by Calibration and Training Program Manager
Issue Date: 9-December-2013



Instrument Serial Number 010557 Certification Date 71132015

I~ Calibrated W Certified WV Measurement Assurance Check
vh \5
W Instrument Test F." Troubles\‘nooting/i\ﬂaintenance Worksheet Completed

{Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1 0.246
0.250 0.246 0.238 0.253 Sample 2 0.246
Precision sample min  sample max Sample 3 0.245

0.001 0.245 0.246
Standard (sea level) PA Target minimum maximum Sample 1 0.147
0.150 0.148 0.143 0.1562 Sample 2 0.147
Precision sample min sample max Sample 3 0.147

0 0.147 0.147
Standard (sea level) PA Target minimum maximum Sample 1 0.078
0.080 0.079 0.076 0.082 Sample 2 0.078
Precision sample min sample max Sample 3 0.078

0 0.078 0.078
Standard {sea level) PA Target minimum maximum Sample 1 0.019
0.020 0.020 0.017 0.023 Sample 2 0.019
Precision sample min  sample max Sample 3 0.019

0 0.019 0.019

All measurements are in gf210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician

Issuing Analyst

Dodip Rl
N —

1/ 175
Tl

Intox EC/IR 1l QA Worksheet
issued by Calibration and Training Program Manager
Issue Date: 9-December-2013

() v

DFS Document 250-F113
Revision 7
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Troubleshooting/Maintenance Worksheet
Location SN (s 5587

DFS Central Lab 700 N 5th Street, Richmond, VA 23219 page | of |}
Date Initigls Work Performed
7/ J 7/ S| DB | ofewED 10 STRVMENT TO IV SFECT FOR Laos € ConpEer/wlf,
MONE roump.,

Troubleshooting/Maintenance Worksheet DFS Document 250-F119
Issued by Calibration and Training Program Manager Revision 1
Issue date: 9-December-2013 Page 1of |
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Inhox BOAIE-Ti: Qestification
Department of Forenslic Scisnce

1sl Hum%wii fRInEET Teast Number: 631

igte: O07/5103/2015 Test Time: I4:11 EDRT

Technlclan Initials: DBH
Target: 0,246
Lot Mumbac: 161142507401 Exp Date: 07/705/201¢6
Tank Pressure: 37 pal Barometric Pressure: 749 nmHyg

System Checl: Passed

et}

b =2 b gt b b e et )

Test g/2L0L
DIAG Paszs
BLK 0.600
CHRE 0,246
BLK (.000
CHE 0,246
BLK (.000
CHE 0,245
BLK 4.000
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Sstandard vValus {(at s 0,200 g

Cerytification Status: Contlinuesd
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nbox BOIH-11: cerbtification BQQ‘

Department of Forenzl
. 1al Womber: J10857 Test NumbEf: 552
Test Date: Q7715372015 Teat Time: 1d4:721 EDT

et
by

P14l 5073-04 Exp Date: 07°05/°201#
5 pEd Barometrlc Presaure: 749 walg

pEd
stem Checlk: Passed

Test a/210L Time
DIAG Pags 14:22
BLK 0.000 14:22
CHE 0.147 14:23
BLK 0.000 14:24

CHK 0.147 14:25
BLK 0.a00 14:26
CHRY 0,147 14:27
BLK 0.00U 1427

Suceess
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Standard vValus (at velys DL.160 g/s2i0L

Cerbification Status: Contlnued
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Technlclan Initialz: DBH
Dry Gasz Tavget: o.472

Lot Mumbey: J&8I/4080757-05 Bup Date: 077
Fresaure: ; Harametrio Brassgrs

Chneck: Paszed

g/ 21 0%
Pass
0,000
0.078
g.000Q
0,078
g.000
.04
0,000

Standard value {2t ses level): 0,080 g/2L0L

Cevbification status: Continused

DEH



Tank Pressuyre:

ITntoy BCA1E-1T: Ceytification

Department of Forensic Soilspos KU9*
i x o

w i
al Hunber: G1O0557 Tast Mumbs:
Tes QF7/1372015 Test Tin

-,u Pt
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Technlclan Initlals: DBH
ry Gaz Taxg&tz s

Lot wumbar:

Test g/Z210L Time
DILG Pags 14:41
BLK G 000 1d:472
CHYE 0.01Y 14:42
BLK G.OUO id:44
CHE O.019 14:44
BLK 0.0090 l4:44
CHY 0.014 14:44
BLK 4,000 14:48

Suceess

Standard Value (at sea level): 0.020 g/210L

in

Certification Status: Succeess
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Mumber :
Test Date: 47707

Dry

03706 ,2017

gureas 749 mmHg

RS B S e

Test g/210L Tim
BLK 0.000 i
HE 0,295 1
BLEK 0.000 i
CUE 0,295 i

o
A dn A
LT OLD Y

BLK 0.006 1d:h
CHE 0,294 ld:og

Test Status: sSuccess

Calibration CHC: IETEBAYO



Intox BC/IH-11: Agcuracy Check

Department of Forensic
Muambey s 10557 Te
07/13/20105 Test
Dry Gas Target: 0.
Lot Number: AGEZ5201-41 Bup Dat
IR I i

Tanl Pregsure: &6 pai

Sysgtem Ch

Pl
D

Test g/2100 me
BLK 0,000 03
CHE 0.088 104
BLE 0.000 05

CHE 0.098
BLEK 0.o00
CHE 0,048
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L, DROUALL, © DFE Centigal Lab

21250 L0/01/20148 Q7713720005
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IntoxNet MIS Report

Report Generated 16 Jul 2015 at 12:25

Test Results

LBfT

Instrument Serial Number 010557

Test # 000637 Subiject Test
Test Location 1 Department of Test Location 2 Forensic Science
Test Date 13 Jul 2015 Test Time
Remote/Local

Operator's Last Name HALL
Agency DFS Central Lab
Card Serial Number 121280
Subject's Last Name INSTRUMENT
Subject's Middle Lnitial

Driver's License Number
Driver's License State
End Date 13 Jul 2015 End Time 15:18

Data Type DIAG Sample Value
Data Type BLK Sample Value
Data Type CHK Sampte Value
Data Type BLK Sampie Value
Data Type SUBJ Sample Value
Data Type BLK Sampie Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value

Standard Type Dry Gas Std
Standard Lot Number AG425201-41
Tank Pressure 66
Blow Sample Number 1 Blow Duration 3.90 sec
Blow Sample Number 2 Blow Duration 3.75 sec
Tamper Evident Stamp 086e85bb
Test Status Success

Operator's First Name DONALD
Effective Date 10/01/2014

Subject's Date of Birth 00/00/0000

Resuft Time 15:17

Test Location 3
15:10 System Check Passed
Local

Operator's Middle Initial B
License Number 21250

Expiration Date 10/01/2016
Subject's First Name TEST
Subject's Sex Male

Driver's License Expiration 00/00/0000
Court Name DFS

Result Date 13 Jul 2015 Result 0.00
Pass Sample Time 15:11
.000 Sample Time 1512
0.097 Sample Time 1512
3.000 Sample Time 1514
0.000 Sample Time 15:14
0.000 Sample Time 15:15
£.000 Sample Time 15:17
£.000 Sample Time 15:18

Standard Value 0.089
Standard Expiration Date 09/09/2016
Barometric Pressure 749 mmHg
Blow Volume 1938 cc End-of-Blow Time
Blow Volume 1871 cc End-of-Blow Time
Test Status Code 0

15:14
1517
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